Abstract. Lipid composition of atherosclerotic plaques is considered to be highly related to plaque vulnerability.
Introduction
Atherosclerosis is a chronic cardiovascular disease (CVD) that is characterized by inflammation and the gradual buildup of lipid-rich plaque in the inner lining of the arterial walls (intima). [1] [2] [3] [4] While the full risk factors or the cellular mechanism of plaque development are not yet fully understood, early atherosclerosis is initiated as lipid-carrying low-density lipoproteins (LDLs) get retained beneath the endothelial cells of the vessels. [2] [3] [4] The retained LDLs get oxidized, and endothelial cells trigger the immune response by attracting monocyte-derived macrophages to the sites. [2] [3] [4] When the ingested lipids are not properly removed from macrophages by high-density-lipoproteins (HDLs), the internal level of the oxidized LDLs in macrophages increases abnormally and they transform into foam cells. [2] [3] [4] These foam cells eventually rupture causing local damage to the endothelial cells. More inflammatory processes then follow to repair the injured endothelium by local cellular remodeling. 3, 4 Cellular remodeling, however, may end up with some degree of misrepair; therefore, the corresponding local regions only become more prone to plaque formation. As more of these events occur, the development of plaque self-accelerates, and its size increases over time. [2] [3] [4] Although it may show no sign of disease for decades, atherosclerosis becomes dangerous when plaque rupture releases thrombogenic contents into the blood stream. This may result in partial or complete occlusion of the lumen, instigating cardiac events such as myocardial infarction, stroke, and death. [1] [2] [3] [4] [5] [6] [7] [8] Plaques with higher risk of rupture are referred to as vulnerable, and, for a subtype known as thin-capped fibroatheromas, their vulnerability is known to be highly correlated with the lipid composition of the plaques. [6] [7] [8] To this end, techniques for in-vivo characterization of plaque lipid composition are sought. However, currently available modalities for vulnerable atherosclerosis plaque characterization exhibit several limitations. Angiography may detect plaque indirectly by locating stenosis and luminal irregularities but substantially lacks morphological or compositional information of plaques other than the extent of calcification. 3, 6 Intravascular ultrasound (IVUS) provides reliable information regarding plaque burden, but it fails to deliver information that reliably differentiates between various forms of soft plaque. 3, [9] [10] [11] Intracoronary near-infrared spectroscopy can sense plaque by its chemical composition, but it does not provide an accurate assessment of the depth profile of a plaque within the vessel wall. 3, 9, 10 While intravascular optical coherence tomography (OCT) can present the plaque morphology with great resolution and characterize their lipid composition with high sensitivity based on the highly attenuating optical properties of lipids, its penetration depth is highly limited to about 1 mm due to severe light scattering through heterogeneous media. Furthermore, OCT requires an extra step of flushing the vessel with an optically clear medium, such as a contrast agent, before performing image acquisition as the OCT light does not penetrate well through blood. 9, 12, 13 Laser photoacoustics (PA) is a hybrid optical-acoustic imaging technology in which a subsurface target is excited with near-infrared light and imaged with optically induced ultrasound (US) signals. Satisfying both high optical contrast and high ultrasonic depth penetration, intravascular photoacoustics (IVPA) is emerging as a competitive modality for plaque detection. [5] [6] [7] [8] While high-power pulsed lasers have been the main optical sources for conventional PA imaging, 5-8 a PA imaging modality has also been under intense development based on frequency-modulated (chirped) optical excitation with lowpower continuous-wave (CW) lasers and frequency-domain (FD) signal processing to obtain depth-resolved images of tissue chromophores. [14] [15] [16] The technology is called the photoacoustic radar (PAR) and provides several unique imaging features including (1) efficient noise filtering and high signal-to-noise ratio (SNR) with low power irradiation; (2) micrometer axial resolution; (3) depth information, mapped into the PA spectrum; (4) physiological information based on the target's optical properties; and (5) reliable measurements based on two complementary channels of amplitude and phase. [14] [15] [16] [17] Furthermore, the use of CW optical sources in PAR allows flexible waveform engineering on the modulating optical signals that can lead to several unique or enhanced imaging features. From this perspective, our earlier introduction of single-frequency wavelength-modulated differential spectroscopy [18] [19] [20] leads to the present multifrequency intravascular differential PA radar (IV-DPAR) system as an excellent example of the many waveform engineering possibilities for further advances in atherosclerosis imaging, beyond the physical limitations of the conventional PAR and pulsebased PA counterparts. The block diagram of the FD PAR data-processing sequence is described in Fig. 1 .
Theory of FD IV-DPAR
The IV-DPAR may be considered an extension of the singleended PAR system where many imaging parameters are carefully engineered for the specific purpose of atherosclerotic plaque detection. Consequently, IV-DPAR inherits general traits and characteristics of PAR in terms of signal generation and processing. The novelty of IV-DPAR is the use of a second wavelength, λ 2 , in real time with identical chirp modulation at a specific optical phase difference, φ optical . The relationship between the two modulating optical signals, r λ1 ðtÞ and r λ2 ðtÞ, are then expressed as 21 E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 1 a ; 6 3 ; 2 4 5r λ 1 ðtÞ ¼ sin
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where f 1 is the starting frequency, BW ch is the bandwidth, and T ch is the total length of the modulating chirps. When the two coherent optical waves, r λ1 ðtÞ and r λ2 ðtÞ, are simultaneously absorbed by an identical absorber, the two PA waves are generated. Since the optical absorption coefficient of an absorber, μ a , and corresponding PA signal generation process are wavelength-dependent, the two resulting raw PA signals, s λ1 ðtÞ and s λ2 ðtÞ, may exhibit different amplitude and phase, but still they are coherent with a certain acoustic phase difference, φ acoustic , as 21 E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 2 a ; 3 2 6 ; 5 8 2
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where
Here, φ shift is the relative phase shift between two waves (including both intrinsic and random phase shifts) during light-to-sound PA energy conversion. Here, A is the amplitude of sðtÞ that is affected by μ a and the optical fluence at each wavelength, and Z is the potential additive system noise. These two acoustic waves are related to each other by spatial and temporal constants and undergo stationary interference, resulting in a single differential PA signal upon generation. Depending on the selection of optical wavelengths and the initial φ optical between them, information carried by the resulting differential PA signals may vary dramatically, but a general form of raw differential PA signals can be described as 21 E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 2 ; 3 2 6 ; 3 1 0 s Diff ðtÞ ¼ s λ 1 ðtÞ þ s λ 2 ðtÞ:
In other words, the contents of the differential PA signal are determined by intrinsic interferences between two corresponding single-ended PA signals in the acoustic domain. Therefore, the parameters in IV-DPAR need to be carefully selected and calibrated to encode desired information in this differential PA channel. The main purpose of IV-DPAR in this particular application is to improve detection sensitivity and specificity toward cholesterol or the necrotic core of atherosclerotic plaques in arteries. Therefore, the resulting PA signals, at the time of detection, need to contain only the cholesterol information without any contribution from other types of arterial tissue. Based on the nearinfrared absorption spectra of various biological tissues found in human atherosclerotic arteries, 6 this condition cannot be met at a single wavelength (i.e., λ 1 ¼ ∼1210 nm) because the absorption peak of lipids overlaps with those of other atherosclerotic tissues. This may explain why conventional singleended pulse-based IVPA systems or even PAR cannot be reliable diagnostic methods for this application. Instead, intrinsic suppression of those undesirable contributions from other tissues may be achieved by employing the second wavelength at λ 2 ¼ ∼970 nm. Within the wavelength range considered, λ 1 corresponds to the second vibrational overtone of C─H bonds in cholesterol molecules. This absorption peak is, therefore, distinctively large near λ 1 , while the lipid absorption below λ ¼ ∼1150 nm may be considered negligible. Two main peaks of normal arterial tissues are at ∼970 and ∼1180 nm, which correspond to the vibrational overtones of oxygen-hydrogen (O─H) bonds in water molecules. 6 By utilizing their spectral relationships, IV-DPAR may cancel the contributions from undesirable noise by means of complete destructive interference while being highly selective to cholesterol molecules only. Regarding the wavelength selection, it should be noted that the differential PA modality in general is flexible in terms of defining its detection targets. The IV-DPAR, in this application, focuses on evaluating cholesterol contents of plaques, and, therefore, λ 1 ¼ ∼1210 nm and λ 2 ¼ ∼970 nm are shown to be optimal. However, by selecting other sets of appropriate wavelengths, other important biological tissues can be readily focused on.
Materials and Methods

Simulation Parameters
Among various possible types of optical modulation waveforms, a square waveform was shown to exhibit the highest SNR in PAR due to the difference in the energy content and frequency spectrum of the excitation signal involved in PA signal generation. 22 For this reason, the following linear-frequency modulation (LFM) square chirps were chosen to modulate the two optical sources for IV-DPAR 21 E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 4 a ; 3 2 6 ; 5 2 9 I 1 ðtÞ ¼ A 1 0.5sgn sin
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where I 1 and I 2 are the optical intensities and A 1 and A 2 are the arbitrary amplitudes of the 1210-nm and the 970-nm optical sources, respectively. Here, sgnðxÞ is a signum function and HðxÞ is the Hilbert transform. The final chirps are weighted, as shown in Eqs. (4a) and (4b), to ensure that no negative optical intensity is generated. The actual simulation parameters included are f 1 ¼ 1 MHz, f 2 ¼ 5 MHz, and T ch ¼ 1 ms, while A 1 and A 2 are arbitrarily adjusted for the special simulation condition described below. During the simulation, the sample model shown in Fig. 2 was assumed to contain three distinct PA sources at different locations. 21 The first PA source was named "noise," and this was the noise that IV-DPAR was not perfectly tuned to suppress. This simulated the potential driver-borne radio frequency (RF) noise in a real imaging setting, which is expected to be compressed at 0 μs delay time (τ) during the matched-filter/ pulse compression processing. The second PA source was named "NoiseObj", and this was the noise that IV-DPAR was tuned for differential suppression. This simulated the arterial wall or any unknown local noise at τ ¼ 5 μs away from a detector that could interfere with the desired target PA signals. Last, the third PA source was named "TargetObj", and this was the target that IV-DPAR was tuned to detect with the maximum sensitivity and specificity. This simulated a necrotic core in actual atherosclerotic plaque-imaging scenarios. The position of TargetObj was set to be one of the simulation variables to study the possible PA interference effects in FD. As shown in Table 1 , the PA signal from TargetObj (cholesterol) was assumed to be weaker than that from NoiseObj (arterial wall) to simulate the special imaging condition where extracting true cholesterol signal was more challenging. While I 1 and I 2 were adjusted so that the magnitude ratio of the resulting PA signals was equal to 1 for NoiseObj [by adjusting the abovementioned parameters A 1 and A 2 in Eqs. (4a) and (4b)], Gaussian white noise with a factor of 0 or 100 (input SNR of −40 dB) was added to the system to compare the results from an ideal noise-free and more realistic noisy 21 Noise simulated the driver-borne system RF noise that would be isolated near 0-μs delay time after the matched-filter/pulse compression processing. NoiseObj simulated the arterial wall that IV-DPAR was tuned to suppress. TargetObj simulated the cholesterols that IV-DPAR was tuned to detect. Assuming that the speed of sound in blood is ∼1.5 μs∕mm, 15 the delay time information can be directly translated into distance.
Journal of Biomedical Optics 066003-3 June 2019 • Vol. 24 (6) environments. A total of 50 simulation signals were obtained for each measurement condition to evaluate the average. All simulation analysis was performed on a MATLAB 2014 package. The beam size of each system was measured to be ∼1 mm. The optical power of the 1210-nm laser was set to its maximum (∼400 mW), and that of the 980-nm laser was arbitrarily tuned to a similar level as part of the differential calibration process. For PA signal acquisition, a customized ultrasonic transducer with 1.5-mm × 1.5-mm dimension and 14-MHz center frequency with 10.5-to 16-MHz bandwidth at −6 dB (Sunnybrook Research Institute, Toronto, Ontario, Canada) was held by a 2 mm 2 × 2 mm 2 metal holder and was used as a detector. The transducer and the optical fiber were aligned together and assembled into the catheter prototype. For acoustic coupling, but also for actual endoscopic imaging, the catheter would need to be submerged in blood within the vessel. Since blood has a relatively high refractive index of ≥1.41 at the wavelengths of our interest, 23 the optical fiber end was covered with a glass cap to provide an air medium that has a lower refractive index than the fiber core (∼1.44), ensuring efficient total internal reflection at the fiber tip with no energy loss [Figs. 3(a) and 3(b)]. The diameter of the catheter prototype was ∼4 mm. The reasons for its large size include a metal holder and the transducer element itself. For future optimization, such hardware can be easily miniaturized. The received signal was amplified by 40 dB (5676, Olympus Panametrics, California), and 50 signal records were averaged during the process described in Fig. 1 . Data acquisition and signal processing were controlled by a NI card with the sampling rate of 100 MHz (NI PXIe-5122, Texas) and CADIPT-developed LabVIEW software. An atherosclerotic artery phantom was prepared using a porcine artery (Sunnybrook Research Institute, Toronto, Ontario, Canada) and To test the differential measurement principles using the built catheter prototype, the ∼7 mm-long porcine artery with ∼1-mm diameter was cut open at one end and rotated by 90 deg before rolling back into a cylindrical shape of ∼7-mm diameter. While increasing the inner area of the vessel, such a modification does not affect the biological properties of intima itself. Therefore, this sample was still suitable to test the imaging principles of the system. An arbitrary amount of cholesteryl-oleate powder was melted on a heating plate at ∼45°C, then gently placed on the inner surface of the enlarged artery at two different locations with different thicknesses (thin layer and ∼0.7-mm lump).
IV-DPAR Catheter Prototype
Once the cholesterol samples solidified, the lumen was filled with deionized water for acoustic coupling and the phantom was placed at the center of the rotational stage. While the catheter prototype was fixed near the center, the phantom was rotated 360 deg with ∼1-deg resolution to obtain a full tomographic cross-sectional image of the inner surface and radial depth profiles. The block diagram of the general experimental setup, including the details of the IV-DPAR measurement window, is depicted in Fig. 3(c) .
The same instrumentation and endoscopic transducer were used for IVUS and IV-DPAR image acquisition, greatly facilitating coregistration. During IVUS acquisition, the opticalrelated parts were inactive while the US transducer was used both as an emitter and a receiver. The emitting US signal was modulated with sine-wave chirps in the range from 300 kHz to 24 MHz by the same arbitrary waveform generator. Data acquisition and matched-filter cross-correlation signal processing were performed using the same NI card and the LabVIEW software.
Results and Discussion
Δφ Scan Simulation: Acoustic Phase Difference
Effect on IV-DPAR During the optical-to-acoustic energy conversion or general measurements, some degree of phase shift (φ shift ) is unavoidable. 21 In order to investigate how sensitive the IV-DPAR signals would be to possible φ shift , a full Δφ acoustic (or Δφ) scan, adjusted from 0 deg to 360 deg with 2-deg resolution, was performed on the amplitude channel. For simplicity, the location of TargetObj was fixed at 10 μs. As shown in Fig. 4(a) , when no Gaussian noise was assumed and signal interference between PA sources was minimum due to a large distance between them, NoiseObj suppression was most effective at Δφ ¼ 180 deg, as expected. For noise at 0 μs, a complete zerobaseline suppression did not materialize because the system was not specifically tuned to suppress this noise source; yet the suppression was most effective at Δφ ¼ 180 deg. When the white Gaussian noise with a factor of 100, thereby simulating the input SNR of −40 dB, was added to the simulation to better simulate a reality, the same trend was observed, as shown in in Fig. 4(b) . In this case, however, the efficiency of NoiseObj suppression was shown to be quite similar within a small range of 175 deg to 185 deg possibly due to a random φ shift caused by the global system noise. This may mean that IV-DPAR was rather insensitive to inevitable but undesired φ shift during the measurements and effective differential processing can still be achieved in a small range of Δφ around 180 deg.
Position Scan Simulation: Signal Interference Effect on IV-DPAR
In real-imaging scenarios, NoiseObj does not have to be located far from TargetObj since atherosclerotic necrotic cores may be located very close to, or even overlap with, the arterial tissues at the intimal surface depending on the plaque development stage. 24 Similarly, an undesirable noise (i.e., system RF) may appear at any location with arbitrary magnitude. This type of noise may be very close to or possibly overlap with TargetObj. Therefore, it is important to confirm that the TargetObj PA signal can be fully recovered under such conditions without being altered by local signal interferences. From Fig. 4 , it may appear that the TargetObj differential PA signal (red) could also be obtained by simply subtracting the laser B signal from the laser A signal without applying intrinsic wavelength modulation on the two optical sources. This is actually the approach usually pursued when trying to obtain differential PA signals using pulsed optical sources. 6, 25, 26 However, the differential PA signal is intrinsically different from signals generated from such a Fig. 4 Full Δφ scan simulation on the PA amplitude channel. 21 The three PA sources of the simulation sample were analyzed assuming additive white Gaussian noise with a factor of (a) 0 and (b) 100.
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066003-5 June 2019 • Vol. 24 (6) simple subtraction (or pseudodifferential) algorithm because it is independent from its individual single-ended components and not affected by local signal interference. To demonstrate this, a position scan simulation was performed on the PA amplitude channel with Δφ ¼ 180 deg where the position of TargetObj was arbitrarily moved from 2-to 8-μs delay time with 0.02-μs resolution. The NoiseObj position was fixed at 5 μs as before. Figures 5(a) and 5(b) show how the peak magnitude and the position of the TargetObj PA amplitude signals change, respectively, during the TargetObj position scan in the ideal noise-free environment. 21 As TargetObj approached and passed through NoiseObj at 5 μs, the differential PA amplitude was very accurate and reliable in terms of recovering true magnitude and position of the target regardless of the presence of a local interference source: its estimated peak magnitude was always constant, and its estimated peak position always indicated the true position of moving TargetObj with negligible error. However, the single-ended 1210 nm and the pseudodifferential TargetObj PA channels showed severe error in their estimation near the interfering source. The fact that the same behavior was observed when arbitrary white Gaussian noise with a factor of 100 was considered in the simulation [Figs. 5(c) and 5(d)] proved that such signal fluctuations in both the single-ended 1210 nm and the pseudodifferential PA channels were caused by unavoidable local signal interferences among multiple PA signals in the region. Such inaccuracy in recovering the true magnitude and position of the TargetObj PA signal can be critical in image analysis as it can lead to generation of artifacts and/ or misinterpretation of important clinical information.
These inaccuracies in the single-ended 1210 nm and the pseudodifferential PA amplitudes can be further explained by analyzing real and imaginary components of the interfering single-ended 1210-nm PA envelopes in detail. As shown in Fig. 6 , when two PA sources are adjacent, the main lobes/ sidelobes of the resulting real and imaginary signals interfere independently from each other. 21 However, as both real and imaginary components contribute equally to envelope formation, the two envelope signals do not follow a simple linear interference pattern as TargetObj moves through fixed NoiseObj at 5 μs but repeatedly merge and separate several times before/ after their superposition. This explains why the signal magnitude and position of the single-ended 1210-nm PA mode fluctuated during the interference. This type of error also directly affects the pseudodifferential signal and causes a similar error in that mode. From the simulation parameters used, such errors are found to be dominant within a ∼ AE 1 μs (or ∼ AE 1.5 mm) range from the interfering source. This value is clearly within the scale of typical human coronary arteries 27 and, therefore, is considered critical. 21 Traces of (a) the peak magnitude and (b) the position of TargetObj PA signals from single-ended 1210-nm, differential, and pseudodifferential modes, assuming no white Gaussian noise in the system. The same analysis was done on traces of (c) the peak magnitude and (d) the position of TargetObj signals from the same PA channels assuming white Gaussian noise with a factor of 100. SAE, sum absolute error.
Journal of Biomedical Optics 066003-6 June 2019 • Vol. 24 (6) To resolve this issue, one can always implement a higher chirp frequency range with wider bandwidth (i.e., 1 to 20 MHz) for optical modulation, which has been the typical approach for detecting smaller details of imaging targets. While SNR and imaging depth were considerably compromised, the improved FWHM axial resolution in this case was shown to reduce the estimation errors of TargetObj PA peak position near NoiseObj in Fig. 7(b) . However, as shown in Fig. 7(a) , even with such a simulation condition, considerable errors in magnitude estimation were still observed within ∼ AE 1-μs range from the interfering source for the abovementioned reasons. 21 On the other hand, the differential PA signal was clearly unaffected by interferences and could estimate the magnitude and the position of the target very accurately under any condition. This was because IV-DPAR dealt with only one set of real and imaginary components of TargetObj as the NoiseObj components were suppressed from the system before the detection.
While such undesirable signal interferences are very likely to occur during submillimeter scale intravascular plaque imaging, to the best of our knowledge, they have never been thoroughly investigated with conventional time-domain (TD) pulse-based IVPA systems. In many pulse-based studies, only the single wavelength that coincides with the absorption peaks of lipids (1210 or 1700 nm) has been utilized to characterize the cholesterol contents of plaques. 5, 28, 29 As the bipolar shape of pulsed IVPA signals reduces the probability of differentiating between two depth-wise adjacent chromophores, 15 the detection accuracy and reliability of such single-wavelength modalities are severely compromised when lipids are located near nontarget chromophores. Various forms of spectroscopic analysis have been tried with pulse-based IVPA systems to differentiate plaques from surrounding tissues, 7,30 but they require time-consuming multiwavelength measurements for every data acquisition point and each wavelength is still evaluated independently, ignoring the possible effects of signal interferences. While shown to be ineffective in modalities involving FD signal processing, many pulse-based IVPA systems employ the multispectral approach and evaluate the arithmetic difference between the resulting individual PA signals to extract cholesterol information. 6, 25, 26 As most pulse-based IVPA systems do not involve FD signal processing, which generates real and imaginary signal components, the interference between two adjacent PA signals would simply be linear. Therefore, this pseudodifferential modality is expected to generate similar interference-free lipid signals as shown in IV-DPAR. However, such an approach in pulsed IVPA is not as reliable as the wavelength-modulated differential method of IV-DPAR for many reasons. Pulse-based IVPA systems suffer from decreased SNR due to the wideband detection, 15 so multichannel processing would easily amplify the wideband noise along with other types of intrinsic system-induced noise (i.e., electric noise of the transducer). Furthermore, when successive trains of ns-long pulses are applied with large temporal gaps between individual pulses, there can be no synchronous simultaneous signal processing to simply subtract noise in multispectral PA imaging. Under time-sequence conditions, any undesirable time-dependent effects interfere with actual absorber-related signals, especially in in-vivo imaging where the imaging environment changes continuously such as with breathing motion, and thus reliable realtime imaging becomes challenging. In summary, an optimal method to obtain true cholesterol information during endoscopic imaging is to dispose of possible interfering signals before actual interferences are sensed by the detector. This can be easily achieved using CW-based IV-DPAR through simultaneous wavelength-modulated differential suppression.
Baseline Suppression Capability of IV-DPAR
Under the aforementioned conditions of the phantom experiment, a primary source of interference is found to be currentderived RF signals from the fast-modulating drivers. They are negligible when the diode modulation frequency is low. However, when it increases beyond ∼8-MHz, RF signals that follow the same waveform shape and frequency range as the corresponding driver modulation, start to raise the baseline from the system coherently, thereby concealing the weak PA signals from lipids. These strong wire-/air-transmitted RF signals are picked up by the transducer and are supposed to be compressed into a spike at 0-μs delay time through the matched filter cross correlation and the pulse compression algorithms in Fig. 1 . However, since RF modulation and the diode modulation reference signal do not coincide perfectly in reality, the RF energy leaks to a much longer delay time and becomes problematic for endoscopy imaging where the distance between the target and the receiver is very small. Figure 8 shows an example of this situation in complementary amplitude and phase channels. When the laser probe encountered the nonlipid area of the sample, the strong RF energy in both channels leaked up to about 2-μs delay in the single-ended 1210-nm mode. Assuming the speed of sound in water to be about 1.5 mm∕μs, 15 RF traces that appear up to 2 μs (3.0 mm) would surely interfere with the weak PA signals from plaques as the diameters of the portions of adult human coronary arteries suitable for intravascular imaging range from 2 to 6 mm. 27 Therefore, to suppress those RF interferences, the differential method was used. The amplitude ratio and the phase difference of the two lasers were tuned optimally; yet, even when the 1210-nm optical power was set to minimum (∼100 mW), while setting the 980-nm optical power to maximum (∼400 mW), in an attempt to match their background RF amplitude ratio at 0 μs, the 1210-nm driver still generated a stronger RF amplitude than the 980-nm driver. However, as shown in Fig. 8 , the 1210-and 980-nm RF signals coincided shortly after 0-μs delay time and both the differential amplitude and the differential phase signals were successfully suppressed to below the normal system baseline when they reach ∼1 μs.
IV-DPAR Signal of the Cholesterol Sample 1: Thin Layer
For the first sample, cholesterol was gently rubbed around the inner surface of the porcine intima while it was still in the Fig. 7 High-frequency TargetObj position scan simulation: 21 Traces of (a) the peak magnitude and (b) the position of TargetObj PA signals from single-ended 1210-nm, differential, and pseudodifferential modes, assuming no white Gaussian noise in the system. SAE, sum absolute error. gel-like state. After it solidified, it became a thin layer of lipid on the tissue, which was barely visible to the naked eye. Both the PA single-ended 1210 nm and differential systems in two different channels (amplitude and phase) detected the arbitrary cholesterol sample 1 at nearly 2.1 μs, but the contrast difference is clearly due to the baseline suppression capability of IV-DPAR. As shown elsewhere, 15 the PAR phase channel generally exhibits greater SNR when compared to the corresponding amplitude channel due to its lower system baseline noise. In addition, as shown in Figs. 9(c) and 9(d), phase signals from cholesterol are more temporally confined and therefore show better axial resolution than corresponding amplitude signals, as the phase peak occurs between the real and the imaginary components of the cross-correlated PA signal during the image processing in Fig. 1 . 15 Comparing Figs. 9(b) and 9(d) and assuming the speed of sound in the medium to be about 1.5 mm∕μs, axial resolutions of amplitude and phase channels at this position of the sample were ∼0.44 and ∼0.30 mm, respectively.
IV-DPAR Signal of the Cholesterol Sample 2:
Thick Lump
To test the IV-DPAR ability to estimate lipid thickness and image radial depth profiles, a second cholesteryl-oleate sample, a single drop of the heated gel-like state cholesterol, was placed on the inner surface of the porcine intima. As it solidified over time, it appeared as a visible lump of cholesterol adhered to the tissue. After the imaging experiment, this lump was carefully detached from the tissue and its thickness was measured by a mechanical caliper to be about 0.7 mm. Figure 10 depicts the PAR amplitude and phase signals of the cholesterol sample 2 that were generated by the single-ended PA and the IV-DPAR modes [1210-nm and differential signals are highlighted in (a),(c) and (b),(d), respectively]. From the singleended 1210-nm PAR amplitude in both channels, it was very difficult to even identify the signals generated from cholesterol because of RF interference. However, the two cholesterol-specific peaks corresponding to the front and back boundaries of the lump emerged clearly in the differential modes with excellent SNR due to the baseline suppression capability of IV-DPAR.
The single-ended 1210-nm signals showed some signal suppression at ∼2.5 μs in both channels. This was possibly due to the residual local RF energy that may interfere with the cholesterol peaks destructively. On the other hand, the differential channel was immune to such an effect since the background was already suppressed intrinsically in the acoustic domain. The thickness of the cholesterol lump could be easily estimated from the differential PA signals. The delay time difference between the two peaks was measured to be ∼0.49 μs in both amplitude and phase channels. Using the aforementioned speed of sound in water, the delay time difference could be directly converted to ∼0.73 mm in thickness, which was in excellent agreement with the actual thickness of ∼0.7 mm as was independently measured using the mechanical caliper.
Coregistration of IV-DPAR and IVUS
When such signal traces are collected from full 360-deg angles, a complete circular cross-sectional image of the phantom can be obtained. Since the IV-DPAR system is highly specific for cholesterol molecules, a widely available IVUS can be coregistered easily to provide extra detailed structural information of the background arteries. As IV-DPAR and IVUS share the same transducer and instrumentation for their signal acquisition process, such coregistration is very efficient, as well as cost-and time-effective. Figure 11 (a) depicts the IVUS image of the same plaque phantom with the 14-MHz detector. As IVUS is typically performed at around 40-MHz modulation range, our IVUS image exhibited low resolution. While it can be improved by optimizing the frequency range, it was still acceptable for the coregistration purposes as it could provide the structural background information and the entire depth profile of the porcine arteries. As expected, IVUS was unable to detect the two cholesterol clusters as the US mode lacks sensitivity and specificity to cholesterol. It shows fewer details of the bottom-left region than the other areas due to transducer alignment problems.
Amplitude and phase sets of PA images were simultaneously obtained in single-ended and differential modes and coregistered with the corresponding IVUS image in Figs. 11(b) and 11(c) . For the single-ended PA images, the background was arbitrarily subtracted for more meaningful comparison as they were dominated by the residual RF interference.
When coregistered with the IVUS image, the differential PAR mode detected the two cholesterol samples with excellent accuracy and exhibited superior contrast and higher axial resolution than the single-ended 1210-nm mode. As discussed in the earlier sections, the single-ended 1210-nm PA mode showed some false cholesterol cluster regions and signal suppression due to residual local signal interference. As the differential system was specifically tuned to suppress the prevailing RF interference, however, the IV-DPAR modality provided reliable quantitative information on cholesterol in two complementary channels with improved SNR and dynamic range. With no lipid absorption, the single-ended 980-nm PA image did not show any contrast from the cholesterol clusters as expected; yet it showed many residual RF traces. While the differential PA phase channel provided more localized images of cholesterol clusters than the amplitude channel due to more confined signal traces, complementary information from both channels further enhanced the reliability of atherosclerotic plaque detection.
A direct comparison between the single-ended 1210 nm and the differential modes was possible in Figs. 11(b) and 11(c) because the single-ended images were constructed from the sets of postprocessed data. While such postprocessing improves the single-ended PA image quality, in general it can be risky when the system RF and the desired lipid signals overlap, even partially. As the RF signal is simply subtracted during postprocessing, the overlapped cholesterol information may also become lost. Furthermore, such postprocessing slows down the image processing algorithms in general and, therefore, may limit the real-time imaging capability of the technology. On the other hand, IV-DPAR does not require extra postprocessing because it intrinsically suppresses the RF interference. Using compact, low-cost, and low-power CW lasers as optical sources, IV-DPAR can be suitable for clinical uses. Furthermore, due to high pulse-repetition frequency (PRF) of CW lasers (∼10 kHz), IV-DPAR is much more likely to make dynamic PA imaging practical with reduced motion artifacts compared to its pulse-based counterparts with PRF <50 Hz. The maximum frame rate that IV-DPAR can achieve would mainly depend on the number of signal averages during the processing in Fig. 1 . Focusing on the baseline suppression capability of the differential system, this study is not mainly concerned with system frame rate optimization for real-time imaging purposes. This aspect of IV-DPAR development, along with effective catheter miniaturization, will need to be further investigated in follow-up studies.
In this preliminary study where a simplified model of atherosclerosis was used, the primary source of PA signal was cholesteryl oleates only. However, in case of real in-vivo atherosclerosis imaging, there can be many other potential PA sources for the chosen wavelengths such as blood and calcium that can all contribute to the final PA signals of the system. The conventional single-ended PA imaging modality then may become problematic since its signal would be affected by the total absorption of light from nearby chromophores. However, the IV-DPAR mode with its multispectral imaging capability would be able to simultaneously generate the two single-ended PA signals at different wavelengths and the differential PA signal that is mostly sensitive to light absorption by cholesterol and less so to other overlapping but lower absorption wavelengths, thereby enhancing the IV-DPAR endoscopic imaging technique.
Conclusions
In this study, the theoretical background and experimental validation of IV-DPAR are presented as a reliable CW-based PA imaging method that can detect true cholesterol signals in plaques. Unlike the conventional PAR and other single-ended pulse-based IVPA techniques, this modality is only sensitive and specific to spectroscopically defined targets without being affected by undesirable local interference with noise signals. This modality is unlike conventional pulse-based multispectral PA modalities that rely on simple subtraction algorithms of sequentially processed signals. When coregistered with IVUS, IV-DPAR could reveal a complete cross-sectional image of the phantom that delivers accurate location and quantitative radial depth-profile of two arbitrary plaque models.
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